ALBION DEVICES, INC.

THERMACOMP

MASTER INSTRUCTIONS
FOR THERMACOMP™ OD MODELS

READ THESE INSTRUCTIONS BEFORE USING THERMACOMP™
FAILURE TO DO SO MAY RESULT IN
INACCURATE FUNCTIONING OF THE INSTRUMENT

ALBION DEVICES, INC.
742 GENEVIEVE STREET, STE. L
SOLANA BEACH, CA 92075
(619) 792-9585
“EFFECTIVE 6/12/99 THE AREA CODE WILL CHANGE TO “858”
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